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Introduction
Thank you for purchasing the OMRON M2 Basic Digital Automatic Blood Pressure
Monitor.

The OMRON M2 Basic is a fully automatic blood pressure monitor, operating
on the oscillometric principle. It measures your blood pressure and pulse rate
simply and quickly. For comfortable controlled inflation without the need of
pressure pre-setting or re-inflation the devices uses its advanced “IntelliSense”
technology.

The unit also stores the last measurement value in memory.

Intended Use

This product is designed to measure the blood pressure and pulse rate of
people within the range of the designated arm cuff, following the instructions in
this instruction manual.

It is mainly designed for general household use. Please read the Important
Safety Information in this instruction manual before using the unit.

[1i] Please read this instruction manual thoroughly before using the unit. For specific
information about your own blood pressure, CONSULT YOUR DOCTOR.

Important Safety Information

Consult your doctor prior to using in pregnancy or if diagnosed with arrhythmia

or arteriosclerosis.

Please read this section carefully before using the unit.

AWarning:

* Indicates a potentially hazardous situation which, if not avoided, could result
in death or serious injury.

(General Usage)

 Always consult your doctor. Self-diagnosis of measurement results and
self-treatment are dangerous.

* People with severe blood flow problems, or blood disorders, should consult a
doctor before using the unit, as cuff inflation can cause internal bleeding.

(AC Adapter Usage)

* Never plug in or unplug the power cord from the electric outlet with wet
hands.

(Battery Usage)

« If battery fluid should get in your eyes, immediately rinse with plenty of clean
water. Consult a doctor immediately.

A\ Caution:

* Indicates a potentially hazardous situation which, if not avoided, may result in
minor or moderate injury to the user or patient or damage to the equipment or
other property.

(General Usage)

* Do not leave the unit unattended with infants or persons who cannot express
their consent.

* Do not use the unit for any purpose other than measuring blood pressure.

* Do not disassemble the unit or arm cuff.

 Use only the approved arm cuff for this unit. Use of other arm cuffs may result
in incorrect measurement results.

» Make sure that the air tube is not wrapped around other parts of your body
when taking measurements at night. This could result in injury when the air
pressure in the air tube is increased.

* Do not leave the cuff wrapped on the arm if taking measurements during the
night. This could result in injury.

* Do not inflate the arm cuff over 299 mmHg.

* Do not use a mobile phone or other devices that emit electromagnetic fields,
near the unit. This may result in incorrect operation of the unit.

* Do not operate the unit in a moving vehicle (car, airplane).

* To inflate the cuff manually, refer to Chapter 3.3. If the cuff is over inflated, it
can cause internal bleeding.

(AC Adapter Usage)

* Use only the original AC adapter (optional) designed for this unit. Use of
unsupported adapters may damage and/or may be hazardous to the unit.

* Plug the AC adapter into the appropriate voltage outlet.

* Do not use the AC adapter if the unit or the power cord is damaged. Turn off
the power and unplug the power cord immediately.

(Battery Usage)

« If battery fluid should get on your skin or clothing, immediately rinse with
plenty of clean water.

» Use only four “AAA” alkaline batteries with this unit. Do not use other types of
batteries.

Do not insert the batteries with their polarities incorrectly aligned.

* Replace old batteries with new ones immediately. Replace all four batteries at
the same time.

» Remove the batteries if the unit will not be used for three months or more.

* Do not use new and used batteries together.

General Precautions

* Do not apply strong shocks and vibrations to or drop the unit and arm cuff.

* Do not take measurements after bathing, drinking alcohol, smoking,
exercising or eating.

* Do not forcibly bend the arm cuff or bend the air tube excessively.

* When removing the air tube, pull on the air plug at the connection with the
main unit not the tube itself.

* Do not inflate the arm cuff when it is not wrapped around your arm.

* Do not wash the arm cuff or immerse it in water.

* Read and follow the “Important information regarding Electro Magnetic
Compatibility (EMC)” in the Technical Data Section.

* Read and follow the “Correct Disposal of This Product” in the Technical Data
Section when disposing of the device and any used accessories or optional
parts.

1. Overview
Main unit:

A. Display
B. O/I START button
C. AC adapter jack
(for optional AC adapter)

D. Battery compartment
E. Air jack
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F. Systolic blood pressure K. Blood pressure level indicator
G. Diastolic blood pressure L. Pulse display
H. Heartbeat symbol M. Memory symbol

(Flashes during measurement)
|. Deflation symbol
J. Battery low symbol

(Displayd when viewing
values stored in memory)

If air starts to leak from the arm cuff,
please replace with a new one.
Refer to “6. Optional Parts”.

Arm cuff:

N. Arm cuff

(Medium cuff:

arm circumference 22-32 cm)
O. Air tube
P. Air plug

2. Preparation

2.1 Installing/Replacing the Batteries

1. Turn the main unit upside down.

2. Slide the battery cover in the direction
of the arrow while pressing the ribbed
part of the cover.

3. Install or replace four “AAA” size
batteries so that the + (positive)
and - (negative) polarities match
the polarities indicated on the battery
compartment.

4. Put the battery cover back in place.
Slide the battery cover as indicated,
until it clicks into place.

Note: The measurement
values continue to be
stored in memory even
after the batteries are replaced.

2.2 Battery Life & Replacement

If the battery low symbol (1) appears on the display,

replace all four batteries at the same time.

- When the battery low symbol (1) starts to blink, you
will still be able to use the unit for a short while. You
should replace the batteries with new ones as soon as possible.

- When the symbol (£x1) remains lit, the batteries are exhausted. You should replace the
batteries with new ones at once. Turn the unit off before replacing the batteries.

» Remove the batteries if the unit will not be used for three months or more.
« Dispose of batteries according to applicable local regulations.

Four new “AAA” alkaline batteries will last for approximately 300 measurements,
when used to take two measurements a day.

Since the supplied batteries are for monitoring use only, they may have

a shorter life and do not last for 300 measurements.

3. Using the Unit

3.1 Applying the Arm Cuff

Be sure to wrap the arm cuff correctly so that you get accurate results.
Measurements can be taken in light clothing. However, please remove
thick clothes, such as sweaters, before taking a reading.

Note: You can take a measurement on either your left or right arm. The blood
pressure can differ between the right arm and the left arm and therefore
also the measured blood pressure values can be different. Omron
recommends to always use the same arm for measurement. If the
values between the two arms differ substantially, please check with your
physician which arm to use for your measurement.

1. Insert the air plug into the air jack
on the left side of the main unit.

2. Apply the arm cuff to your upper arm. The air tube should be
centred on the inside of your arm and point down the inside of
the arm, so that the air tube runs down the inside of your
forearm and is in line with your middle finger.

3. When the cuff is positioned correctly, close the fabric fastener firmly.

Taking a Reading on the Right Arm

Apply the cuff so that the air tube is

at the side of your elbow. 1to2cm

Notes:

* Be careful not to rest your arm on
the air tube, or otherwise restrict
the flow of air to the cuff.

* The cuff should be 1 to 2 cm above
the elbow.

3.2 Taking a Reading

1. Siton a chair with your feet flat on
the floor and place your armon a
table so that the arm cuff will be
at the same level as your heart.
Keep still and do not talk during measurement.

2. Press the O/l START button to turn the unit on.
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Note: To cancel a measurement, press the O/l START button to turn the
unit off and to release the air in the arm cuff.

3. Check the measurement results. Svstal
The unit automatically stores blood ~ SYasaise °

pressure and pulse rate into its Diastolic blood

memory_ pressure
Refer to “3.4 Using the Memory Pulse display
Function”.

Notes:

« Self-diagnosis of measured results and treatment are dangerous.
Please follow the instructions of your doctor.

» Wait 2-3 minutes before taking another blood pressure reading.
Waiting between readings allows the arteries to return to the condition prior
to taking the blood pressure measurement.

Important:

* Recent research suggests that the
following values can be used as a
guide to high blood pressure for
measurements taken at home.

Systolic Blood Pressure
Diastolic Blood Pressure

Above 135 mmHg
Above 85 mmHg
This criteria is for home blood pressure measurement.

4. Remove the arm cuff.

5. Press the O/l START button to turn the unit off.
Note: If you forget to turn the unit off, it will automatically shut itself off after
five minutes.
3.3 Instructions for Special Conditions

If your systolic pressure is known to be more than 220 mmHg, press
and hold the O/I START button until the arm cuff inflates 30 to
40 mmHg higher than your suspected systolic pressure.

1. Press the O/l START button
to turn the unit on.
Measurement starts.

2. When the cuff starts to inflate, press the O/l START button
and keep it pressed until the pressure is 30 to 40 mmHg
higher than your suspected systolic pressure.

Note: You cannot inflate the cuff above 299 mmHg. (An error will be displayed
if you try to inflate the cuff above 300 mmHg.)

3. Release the O/l START button when the cuff has been
inflated to the desired pressure.
The cuff starts to deflate and measurement starts.

4. The rest of the procedure is the same as for normal

measurement. Refer to “3.2 Taking a Reading”, steps 3 to 5.
Note: Do not apply more pressure than necessary.

3.4 Using the Memory Function
The unit automatically stores the last measurement values (blood
pressure and pulse rate) in the memory.

1. Press and hold the O/l START button until the last
measurement value is displayed along with the memory symbol.

2. Press the O/l START button to turn the unit off.
If you forget to turn the unit off, it will automatically shut
itself off after five minutes.

To Delete the Value Stored in Memory

1. To delete stored readings, first press and hold the O/I
START button until the last measurement value is displayed.
Then keep the button pressed down for about 10 seconds.
All readings will then be deleted.

2. Press the O/l START button to turn the unit off.
If you forget to turn the unit off, it will automatically shut
itself off after five minutes.

4. Handling Errors and Problems

4.1 Error Messages

Error Display

Cause

Remedy

Cuff is under inflated.

Carefully read and repeat the
steps listed under section 3.3.

Movement during
measurement.

Repeat measurement. Remain
still and do not talk during

measurement.

Air plug disconnected.

Insert the air plug securely.

Refer to section 3.1.

Arm cuff not applied
correctly.

Apply the arm cuff correctly.

Refer to section 3.1.

Clothing is interfering
with the arm cuff.

Remove any clothing

interfering with the arm cuff.

Air is leaking from the

Replace cuff with new one.

arm cuff.
E _ Arm cuff has been Do not inflate the arm cuff
E ~ inflated above above 299 mmHg.
S 299 mmHg. Refer to section 3.3.

| Replace all four “AAA”
g Battery power is low. | batteries with new ones.
Refer to section 2.1.

Blinks or appears
continuously

Contact your OMRON retail

E r Device error. outlet or distributor.

4.2 Troubleshooting

Problem Cause Remedy
Apply the arm cuff
Arm cuff not applied correctly.
correctly. Refer to section 3.1.

The reading is
extremely low (or
high).

Remain still and do not
talk during
measurement.

Movement or talking
during measurement.

Remove any clothing
interfering with the arm
cuff.

Clothing is interfering
with the arm cuff.

Make sure that the air
jack is connected
securely.

Refer to section 3.1.

The air plug is not
securely inserted into

Arm cuff pressure the main unit.

does not rise.

Air is leaking from the | Replace the arm cuff
arm cuff. with a new one.

Apply the cuff correctly
so that it is firmly

Arm cuff deflates to0 | tpe arm cuff is loose. | Wrapped around the
soon. arm.

Refer to section 3.1.

Inflate the cuff so that it
The arm cuff has not | is 30 to 40 mmHg
above your previous
measurement result.
Refer to section 3.3.

Cannot measure or
readings are too low been inflated
or too high. sufficiently.

The unit loses power The batteries are Replace the batteries
during measurement. | empty. with new ones.

The batteries are Replace the batteries

Nothing happens empty. with new ones.

when you press the

The batteries have Insert the batteries with

buttons. been inserted the correct (+/ -)
incorrectly. polarity.
Press the O/I START button and repeat
measurement.

If the problem continues, try replacing the
batteries with new ones.

If this still does not solve the problem, contact
your OMRON retail outlet or distributor.

Other problems.

5. Maintenance and Storage

Maintenance

To protect your unit from damage, please observe the following:

* Do not subject the main unit and cuff to extreme
temperatures, humidity, moisture or direct sunlight.

* Do not fold the cuff or tubing tightly.

* Do not inflate the arm cuff over 299 mmHg.

* Do not disassemble the unit.

» Do not subject the unit to strong shocks or vibrations
(for example, dropping the unit on the floor).

* Do not use volatile liquids to clean the main unit.

* Do not wash the arm cuff or immerse it in water.

» Do not use petrol, thinners or similar solvents to clean
the arm cuff.

* Do not carry out repairs of any kind by yourself.
If a defect occurs, consult your OMRON distributor.
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» The unit should be cleaned with a soft, dry cloth.
» Use a soft, moistened cloth and soap to clean the arm cuff.

Calibration and Service
» The accuracy of this blood pressure monitor has been
carefully tested and is designed for a long service life.
« It is generally recommended to have the unit inspected every
two years to ensure correct functioning and accuracy.
Please consult your authorised OMRON dealer.

Storage
Keep the unit in its storage case when not in use.

1. Unplug the air tube from the air jack.
Gently fold the air tube
into the arm cuff.

Note: Do not bend the air tube excessively.

Do not store the unit in the following situations:

« If the unit is wet.

* Locations exposed to extreme temperatures, humidity, direct sunlight,
dust or corrosive vapours.

* Locations exposed to vibrations, shocks or where it will be at risk of
falling.

6. Optional Parts

Medium arm cuff Large arm cuff
Arm circumference Arm circumference
32-42 cm

AC adapter S

CM-9515371-7
Using the Optional AC Adapter

Notes:

* Never plug or unplug the power cord with wet hands.

» Use only the original AC adapter designed for this unit. Use of
unsupported adapters may damage the unit.

1. Insert the AC adapter
plug into the AC adapter
jack on the right side of
the main unit.

2. Plug the AC adapter
into an electrical outlet.

To disconnect the AC adapter, unplug the AC adapter from the
electrical outlet first and then immediately remove the AC adapter plug
from the main unit.

7. Technical Data

Product Description Digital Automatic Blood Pressure Monitor
Model OMRON M2 Basic (HEM-7116-RU)
Display LCD Digital Display
Measurement Method Oscillometric method
Measurement Range Pressure: 0 mmHg to 299 mmHg

Pulse: 40 to 180/min.

Memory Last measurement
Accuracy Pressure: +3 mmHg

Pulse: +5% of display reading
Inflation Automatic by electric pump
Deflation Automatic pressure release valve

Power Source 4 “AAA” batteries 1.5V or AC/ DC adapter
(optional, 6V = 4W)

Capacity of new alkaline batteries is approx. 300
measurements

Operating Temperature/ 10°C to 40°C/ 30 to 85% RH

Humidity

Storage Temperature/  -20°C to 60°C/ 10 to 95% RH/ 700-1060 hPa
Humidity/ Air Pressure
Console Weight

Cuff Weight

Outer Dimensions
Cuff Dimensions

Battery Life

Approximately 245g without batteries

Approximately 120g

Approximately 104 (w) mm x 64 (h) mm x 129 (I) mm
Approximately 146 mm x 446 mm

(Medium cuff: arm circumference 22 to 32 cm)

Cuff material Nylon

Package Content Main unit, medium cuff, instruction manual, storage
case, battery set, guarantee card, blood pressure pass

Note: Subject to technical modification without prior notice

» This OMRON product is produced under the strict quality system of OMRON
HEALTHCARE Co. Ltd., Japan. The Core component for OMRON blood pressure
monitors, which is the Pressure Sensor, is produced in Japan.

« Disposal of this product and used batteries should be carried out in accordance
with the national regulations for the disposal of electronic products.

R e CE0197 o

This device fulfils the provisions of EC directive 93/42/EEC (Medical Device
Directive).

This blood pressure monitor is designed according to the European Standard
EN1060, Non-invasive sphygmomanometers Part 1: General Requirements
and Part 3: Supplementary requirements for electromechanical blood pressure
measuring systems.

[li Please read the instruction manual carefully before
using the device.

Important information regarding Electro Magnetic Compatibility (EMC)

With the increased number of electronic devices such as PC’s and mobile
(cellular) telephones, medical devices in use may be susceptible to
electromagnetic interference from other devices. Electromagnetic
interference may result in incorrect operation of the medical device and
create a potentially unsafe situation.

Medical devices should also not interfere with other devices.

In order to regulate the requirements for EMC (Electro Magnetic
Compatibility) with the aim to prevent unsafe product situations, the
EN60601-1-2:2007 standard has been implemented. This standard defines
the levels of immunity to electromagnetic interferences as well as maximum
levels of electromagnetic emissions for medical devices.

This medical device manufactured by OMRON HEALTHCARE conforms to
this EN60601-1-2:2007 standard for both immunity and emissions.
Nevertheless, special precautions need to be observed:

» Do not use mobile (cellular) telephones and other devices, which generate
strong electrical or electromagnetic fields, near the medical device. This
may result in incorrect operation of the unit and create a potentially unsafe
situation. Recommendation is to keep a minimum distance of 7 m. Verify
correct operation of the device in case the distance is shorter.

Further documentation in accordance with EN60601-1-2:2007 is available at
OMRON HEALTHCARE EUROPE at the address mentioned in this instruction

manual.

Documentation is also available at www.omron-healthcare.com.

Correct Disposal of This Product
(Waste Electrical & Electronic Equipment)

This marking shown on the product or its literature, indicates

that it should not be disposed of, with other household wastes

at the end of its working life. To prevent possible harm to the

environment or human health from uncontrolled waste

disposal, please separate this from other types of wastes and [
recycle it responsibly to promote the sustainable reuse of

material resources.

Household users should contact either the retailer where they purchased
this product, or their local government office, for details of where and how
they can take this item for environmentally safe recycling.

Business users should contact their supplier and check the terms and
conditions of the purchase contract. This product should not be mixed with
other commercial wastes for disposal.

This product does not contain any hazardous substances.

Manufacturer

o]

OMRON HEALTHCARE Co., Ltd.
53, Kunotsubo, Terado-cho, Muko, Kyoto,
617-0002 JAPAN

EU-representative

OMRON HEALTHCARE EUROPE B.V.

Scorpius 33, 2132 LR Hoofddorp
EC | REP THE NETHERLANDS
www.omron-healthcare.com
Exclusive ComplectService Ltd.

distributor in
Russia & importer

13-14 building, 26 B. Tishinskiy per., Moscow 123557
RUSSIA
www.csmedica.ru

Production Facility

OMRON (DALIAN) CO., LTD.
Dalian, CHINA

Made in China

12K2607




N3mepuTenb apTepuann-
HOro AaB/IEHNA N YacTOTbl
nynbca aBToMaTU4eCcKun

Mogenb M2 Basic
PYKOBOJACTBO NO
SKCMNYATALUN

BBepeHue
Brarogapum Bac 3a nprobpeTeHie uydposoro aBToMatuyeckoro ToHometpa OMRON M2 Basic.

OMRON M2 Basic—aT0 NOMHOCTbIO aBTOMAaTU3UPOBaHHbIN 3MepuTenb apTepuanbHOro
AaBrneHus, paboTatoLwmii Ha OCHoBe ocLuniomeTpuyeckoro metoga. OH nerko n 6eICTpPo
n3mepsieT apTepuanbHoe AaBrneHre 1 YacToTy nynbca. Mpubop ncnonb3yeT ycoBepLUeH-
cTBOBaHHyto TexHonoruio «IntelliSense», koTopasi obecneunsaeT komopTHOE ANs
nauueHTa ynpaensieMoe HarHeTaHue Bo3ayxa B MaHxeTy 6e3 npeaBapuTtenbHoii
yCTaHOBKM TpebyeMoro ypoBHs AaBMneHWsi BO3AyXa Ui ero NoBTOPHON Hakauku.

Kpome Toro, npuop coxpaHsieT B NamsTvi NOCNeAHUI pe3ynbTaT U3MEPEHUI.

HasHauyeHue

3T0T Npnbop NpeHa3HayYeH Ans n3aMepeHnst apTepuanbHOro AaBneHnst U YacToTbl
nynbca y noaen ¢ COOTBETCTBYIOLLEN AaHHOW MaHXeTe ANMHON OKPY>XHOCTM nrieya u npu
YCMOBWW BbINOJTHEHWS UHCTPYKLMIA B 3TOM PYKOBOZACTBE.

PekomeHayeTcst NpenMyLLEeCTBEHHO AJ1S UCNONb30BaHUSA B AOMALLHUX ycnosusx. Mepen
HavanoM UCMonb30BaHWs yCTPOWCTBa Npocbba npounTaTh pasfgen HacTosLero
pykoBoACTBa No akcnnyatauumn «BaxHas nHopmaums no TexHnke 6e3onacHocTn».

lMpexae 4Yem 1cnonb3osath NPUBOP, BHUMATENLHO NPOUTUTE AaHHOE PYKOBOACTBO.
MPOKOHCYNbTUPYNTECH C NEYALLM BPAYOM 0THOCUTENBHO KOHKPETHBIX
3HaueHni Baluero apTepuanbHOro AaBneHus.

BaxxHas nHcgpopmaums no TexHuke 6e3onacHoOCTU

Mpw ncnonb3osaHuu npubopa Bo BpeMsi GEPEMEHHOCTU UK NPU AUArHOCTUPOBAHHOM
ApUTMUN UMM apTEPUOCKIIEPO3E MPOKOHCYBTUPYITECH CO CBOUM fleYalM BpayoMm.
Mepen ucnonb3oBaHeM npubopa BHUMATENBLHO NPOYUTaNTe AaHHbIA pasaen.

Anpe.qynpe)meuwe!

* O6o3Ha4aeT NOTEHLUMaNbHO ONacHyo CUTyaLmMio, KOTopasi MOXeT NPYBECTU K CMepPTH
VNN TSKeNbIM TpaBMam.

(O6Lwee ucnonb3oBaHue)

* Bceraa KoHCynbTUpyiTech Co CBOMM Nevallum Bpadom. CamocTtosTensHas nocTaHoBKa
[AnarHosa Ha OCHOBe pe3ynbTaToB U3MEePEHUI U CaMorieHeHe OnacHb!.

* Iiopsim ¢ cepbe3HbIMU HapyLLEHWSIMW KPOBOODPaLLIeHVS Unu 3aboneBaHWsMW KPOBU Nepeq,
ucrnornb3oBaHuem npubopa HeobXoAMMO NPOKOHCYNbTUPOBATLCA C BPAiOM, NOCKOIbKY CxaTne
PYKV MaHXeTOil MOXeT Bbl3BaTb BHyTPEHHEE KPOBOTEYEHME.

(Ucnonb3oBaHve aganTepa NnepemMeHHOro Toka)

« 3anpellaeTcs BCTaBMsATb CETEBOW LUHYP B PO3ETKY U BbIHAMATh €0 MOKPbIMW pPyKamu.

(Ucnonb3oBaHue 6aTapen)

« MNpu nonagaHuu B rnasa anekTponuta u3 6atapeun HemeaneHHoO NPoOMoiiTe nx GonbLLNM
KONM4eCTBOM YMCTON BoAbl. Kak MOXHO ckopee obpaTnTech k Bpayy.

A\ BHumanue!

+ O603HavaeT NoTEHLUManbHO ONacHyo CUTyaLuIo, KOTopasi MOXET NMPUBECTU K TpPaBMaM
NEerkon Unu cpegHen TAXECTU, a Takke K NoBpexaeHnio 0bopyaoBaHNs Unu Apyroro
nMyLecTBa.

(O6uee ncnonb3oBaHue)

* He octaBnsiitTe npubop 6e3 npucmoTpa B NPUCYTCTBUN AETEN UMW NULL, HE OTBEYAIOLLIMX
3a CBOV AEeNCTBYUS.

* Vicnonb3ayiite npnbop ToMbKO ANs U3MepeHns apTepuanbHOro JaBneHus.

* He pasbupainte npnbop n MaHxeTy.

* Vcnonb3yiTe ToNbKo NpeAHa3HayYeHHyto AN AaHHOro npubopa MaHxeTy. Mcnonb3oBaHue
OPYrUX MaHXXeT MOXET MPUBECTU K HETOUHBIM pe3ynbTaTtam U3MepEeHMid.

« [py NnpoBeeHnn N3MepeHnin B HOMHOe BpeMs n3berante obmaTbiBaHUA BO3AYLLIHON
TPy6KM BOKpYr YacTein Tena. OTo MOXET NPUBECTU K TpaBMaM Mpu NOBbILLEHUN
[aBreHns B BO3QyLLUHON TpybKe.

« Mpu NnpoBeAeHUN N3MepeHuii B HOYHOE BPEMS He OCTaBNsANTE MaHXeTy Ha pyke. OTo
MOXeT NPUBECTU K TpaBMme.

* He HarHeTaiTe B MaHXeTy AaBrieHue Bbile 299 MM pT. CT.

* He nonbayintecb B6n13n npubopa Mo6unbHbIM TeNedOoHOM UIn ApYrMMuU YCTponcTBa-
MW, KOTOpPbIE U3MyYatloT SMEKTPOMAarHUTHbIE BOSHbI. TO MOXET NMPMBECTU K HEMpaBUmb-
Holi paboTe npubopa.

* He npoBoaynTe U3MepeHust B ABMXKYLLEMCS TPAHCMOPTHOM CpeAcTBe (aBTOMOBMITb, camorneT).

» CBefeHus 0 HarHeTaHUu BO3[lyxa B MaHXeTy B Py4HOM pexumMe cM. B rmase 3.3. Yepecuyp
BbICOKOE [JaBIIEHNE B MaHXeTEe MOXET NPUBECTU K BHYTPEHHEMY KPOBOTEUEHMIO.

(Ucnonb3oBaHue aganTepa NnepeMeHHOro ToKa)

* VMicnonb3yiiTe TONbKO OpUrMHanbHbI adanTep nepeMeHHoro Toka (npuobpetaeTtcs
[OMOMHUTENBLHO), NpeaHa3HaYeHHbIV ANst AaHHOro ycTpolcTea. [Mpu paboTe ¢ gpyrumm
ajanTepamn BO3MOXHO NoBpexaeHne n/unu Bbixoa npubopa n3 cTpos.

« TNopknioyaiiTe aganTep NepeMeHHOro Toka B PO3eTKy C COOTBETCTBYIOLLMM HaNpshkeHNeM.

* He nonb3yiteck agantepom nepeMeHHOro Toka npu noBpesxaeHnn npubopa nnm ceTeBoro
LHypa. HemMeaneHHo OTKIoYUTE NUTAHUE U BbHbTE CETEBON LLHYP 13 PO3ETKU.

(Ucnonb3oBaHue 6aTapen)

« Mpu nonagaHnu anekTponuTta n3 6atapen Ha KOXy Unu oaexay HeMeaneHHoO NPpoMonTe
MxX BOMbLUMM KONUYECTBOM YUCTOW BOAbI.

* Vcnonb3yitte B aaHHOM npubope TonbKo YeTbipe LemnoyHble 6atapen Tuna «AAA». He ncnoneayiite
6aTapeu apyroro Tuna.

« MNpu ycTaHoBKe GaTapei oba3aTensHo cobniofjanTe NonspHOCTb.

» HemeaneHHo 3ameHsiiTe cTapble 6aTtapen. 3ameHsiiTe Bce YeTbipe 6aTapen OAHOBPEMEHHO.

» Ecnn Bbl He cobupaeTech ncnonb3osaTb Npubop B TeyeHune Tpex unu bonee mecsiues,
BblHbTe 6aTapen.

* He ncnonb3yliTe HOBbIe M cTapble 6aTapen 0gHOBPEMEHHO.

O6Lwue Mepbl NPEAOCTOPOXHOCTH

* He nopaepraiite npu6op v MaHXeTy CUMbHbIM yaapam unm Bubpaumnsm, He poHsnTe nx
Ha ron.

* He BbINonHsiiTe namepeHnsi nocne KynaHusi, npuema ankoronsi, KypeHusl, BbiNofHeHUs
hUsNYECKUX yNpaKHEHUI UK Npuema nuLlu.

* He crnbaite maHxeTy C ycunuem u He nepernbainte BO3AyLUHYO TPyOKy.

* Mpu cHATWUM BO3AYLLHOW TPYOKM criedyeT THYTb 3@ MNacTMacCoBbIN LUTEKEP B MeCTe
COefAVHEeHUsi C OCHOBHbBIM YCTPOMCTBOM, @ He 3a camy TpyOKy.

* He HarHeTaiiTe BO3yx B MaHXeTy, eCnvt oHa He o6epHyTa BOKpYr nreva.

* He MoViTe MaHXeTy 1 He norpyxanTe ee B BOAY.

« MpouTtnTe pekomeHpauun nogpasaena «BaxHas nHdopmaLys 06 anNeKTpPoOMarHUTHON
coBmecTumocTv (OMC)» B pasgene « TeXHUYECKUe XapakTepucTUKN» 1 cneaynTte um.

« MpoyTuTe pekomeHaaumm nogpasaena «Hagnexallas ytunuaauus npoaykTa» B pasaene
«TexHu4eckue xapakTepucTuki» 1 crnefyinte UM Npu yTunuaaumm npubopa u ncnonb3yemblx
C HAM NPUHAANEXHOCTEN UMK JOMOMHNTENbBHBIX YacTeN.

1. OnucaHue npubopa
ONEeKTPOHHbIN
o6nok:

. Oucnnen D. Otcek ans 6atapen
. KHonka O/I START (BkntoueHue) | E. BosgyliHoe rHes3no
. THe3po apanTepa nepemMeHHoro Toka

(ans aganTepa NepemMeHHOro Toka,

nproBPETAaEMOro JOMOMHUTESNBHO)

Oucnnen: @_8 E B;

Owr

@ s B
F. Cuctonuueckoe apTepuansHoe aaenexne | K. VHgukatop ypoBHst
G. [uactonunyeckoe aptepuansHoe AaBnexne apTepuanbHoro AasnexHus
H. CumBon cepauebuerms L. Mynbc

(MwuraeT npu namepeHun) M. CvmBon namsatn
I.  CvMBOn BbiMyckaHWUsi BO3ayxa (OTobpaxaeTcsi npu NpocMoTpe
J. CvMBON HM3KOrO YpOBHS 3apsiaa 3HaYeHUi U3 NamaTu)

baTapen

Mpy BO3HMKHOBEHMUW YTEYKUN BO3ayXa U3
MaHXeTbl, 3aMeHnTe ee. CM. pasgen «6.
[JononHuTenbHble NPUHAONEXHOCTUY.

MaHxeTa:

N. MarnxeTa
(maHxeTa cpefHero pasmMepa:
OKPYXXHOCTb pykn 22—32 cm)
O. BosgywHas Tpybka
P. BosaylHbIv WwWTekep

2. MopgrotoBKa K paboTte

2.1 YcrtaHoBKa/3ameHa b6aTapen

1. [MepeBepHUTE 3NEKTPOHHbI BOK.

- CpoBuvHbTE KpbILWKY OTCeka Anga 6atape B
yKaszaHHOM CTpesikon HanpasieHuu,
HaxkaB Ha pUdNEHYI0 YaCTb KPbILLKU.

3. YcraHoBuTe Unn 3aMeHnTe YeThipe
6atapen T1na «AAA» Takum obpasom,
4TOObI + (MONOXUTENBHBIN) U (OTpULATESb-
HbI) KOHTaKTbl CoBMagany € NOMsPHOCTbIO,
yKasaHHoW B oTceke Ans b6atapen.

4. YcraHosuTe Ha MecTo KPbILLKY OTCeka
ans 6arapei.
CABWHbTE KPbILLKY, KaK
MOKa3aHO Ha PUCYHKE, YTOObI
OHa BCTana Ha MecTo CO
LLIENYKOM.

MpumeydaHue: 3HaueHusi usmepeHuin
OCTalTCH B NaMSATW faxe
nocne 3ameHbl 6aTapei.

2.2 Cpok cnyx0bl 6aTapen U nx 3ameHa

Ecnu Ha gucnnee nosiBUTCSt CUMBOJT HA3KOTO YPOBHS
3apsaa 6atapeint (£x1), 3amMeHUTE OAHOBPEMEHHO BCE
YyeTblpe GaTapewm.

- Ecnu Ha aucnnee Hayan muraTe CUMBOS HU3KOrO YPOBHS 3apsina 6atapen (£x1),
YCTPOWCTBO MOXHO UCMOSb30BaTh eLle HekoTopoe Bpems. OfHako 6aTtapemn
pekomeHayeTCs 3aMeHUTL 3apaHee.

- Ecnu cumBon (£X1) roput He Murasi, 3Ha4uuT HaTapeun NONMHOCTbIO Pa3psKeHbI.
BaTapen Heo6xoaMMO 3aMeHNUTL kak MOXHO ckopee. lNepen 3ameHoin 6aTapei
cnegyeT OTKINOYNTL Npubop.

« Ecnu Bbl He cobupaeTech ncnonb3oBaTb NPUOOp B TeveHne Tpex unv 6onee
MecsiLEB, BblHbTE GaTapeu.

* YTUnusupyiTe ctapble 6aTapen B COOTBETCTBMMN C MECTHBIMW NpaBunamMu.

YeTblpex HOBbIX LenoYHbIX 6aTtapent Tuna «AAA» xBataeT npumepHo Ha 300

N3MepEeHNI NpW NPOBEAEHUN ABYX U3MEPEHWI B AEHD.

Tak kak npunaraemMble 6atapev MOryT UCNOMNb30BaTLCA ANA AEMOHCTpaL My paboThbl

npubopa, x MoXeT XBaTuTb MeHee YeM Ha 300 namepeHuii.

3. Ucnonb3oBaHune npubopa

3.1 HanoxeHue maHXeTbl Ha Nyfie4yo

0N nonyyYeHns TOUHbIX pesynbTaToB U3MepeHnin y6eauTech, Yto
MaHeTa npasunbHO o6epHyTa BOKpYr nieva. IamepeHunst MoxHO
NpOBOAMTL B nerkoit ogexae. MNoTHyo oaexay, HanpuMep cauTep,
nepes U3MepeHuem cregyet CHATb.

Mpumeyanve. [Npu N3MEpeHU MaHXXETY MOXHO HafieTb Ha NIEBYIO UIKU NpaByto
pyKy. ApTepuanbHoe AaBreHVe B NPaBoii 1 NIEBOV pyke MOXET
OTNNYaTLCS; COOTBETCTBEHHO MOTYT OTIIMYATLCA U pesyrnbTaThl
nsmeperuin. Komnanms Omron pekomMeHzyeT Bceraa namepsitb
[aBrieHne Ha OfHOM 1 TOM e pyke. MNpu cyLecTBeHHOM
pasnuuMy 3HaYEHU NSt pasHbIX PyK MOCOBETYWTECH C BPAU4oOM,
Ha Kakom pyke NPOBOAUTL U3MEPEHUS.

1. Bcrasbre BO3AYLUHbIN LUTEKEP B
rHe3fo C NeBoW CTOPOHbI Npubopa.

2. HanoxwuTe MaHXeTy Ha BEPXHIO YacTb pyku. BosaywHas
TpybKa JoMmkHa HaXoAMUTLCS NO LEHTPY C BHYTPEHHEW CTOPOHbI
pyku 1 BbITb 0bpalleHa BHU3 BAOSb BHYTPEHHEW CTOPOHbI
PyKW, 4TOGbI OHa crycKanacb no BHYTPEHHEW CTOPOHe npeanne-

Ybsl 1 Oblfla HA O4HON NNHMM CO CPeaHUM NanbLUeM.
1-2 cm

3. MpaBunbHO PacnonoxvB MaHXeTy, HAAEXHO 3akpenuTe ee
3aCTEXKOWN.

BbinonHeHue namepeHuit Ha NpaBoW pyke
MaHXeTy Hy>XHO HageTb Tak, YToObI
BO3ayLIHaA pr6|<a Haxoaunacb co
CTOPOHbI NOKTA.

MNprmeyvaHus:

* He onwupaiitecb pykow Ha TpyOKy v He
orpaHuyvBaiiTe NoToK BO3ayxa B
MaH>eTy UHbIM cnocobom.

* MaHxeTa gormkHa nexaTb Ha 1-2 cm
BbILLE MOKTS.

3.2 BbInonHeHue usamepeHun

1. CspbTe Ha cTyn, NocTaBbTe HOMM
Ha non 1 NomnoXuTe pyKy Ha cTon
Tak, 4ToObl MaHXeTa Obina
pacnosnoXeHa Ha YpoBHe cepaLa.
He gBuranTech v He pa3roBapu-
BanTe BO BPeMS U3MEPEHNS.

2. YroBbi BKNIOUNTL YyCTPOMCTBO, HaxxmuTe kHomnky O/l START.
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MpumeyaHune: Y1obbl OTMEHNUTL U3MepeHne, Haxxmute kHonky O/ START
NS BbIKNOYeHMst Nnpubopa 1 Bbifycka Bo3dyxa U3 MaHXeTbl.

3- CunTbiBaHME pe3ynbTaToB U3MEpPEHUs. Cuctonnyeckoe

apTepuansHoe
[Mpnbop aBTOMaTUYECKN COXpaHSEeT naBneHie
B NaMATN 3HaYEHNsI apTepunanbHoro Avactonuyeckoe
aptepuarnbHoe
[aBreHns 1 4acToTbl Nyrnbcea. P EaBneHme
CwMm. «3.4 Vicnonb3oBaHue yHKL1N Mynbc
namsaTmy.
Mpumeyanus:

» CamocTosaTernbHasi NOCTaHOBKa AnarHo3a Ha OCHOBE pe3yrnbTaToB
N3MEPEHUIA 1 caMOosieYeHNe ONacHbI.
CnepnyiTe ykasaHUAM rieyallero Bpava.

« Mepen NoBTOPHBLIM U3MEPEHVEM apTepuanbHOro AaBneHus Heo6XoAMMo
nopoxaate 2—3 MUHYTHI.
3a 370 BpemMs apTepun BEPHYTCSI B TO COCTOSIHWE, B KOTOPOM OHW Haxoam-
nncb 4O NepBou npoueaypbl.

BaxHo:

-I'IpoaeneHHble B nocnenHee Bpema
nccrneaoBaHuUd nokasarnum, 4YTo B
KayecTBe OpuneHTUpa and onpeaeneHuna
MOBbILLIEHHOIo apTepunanbHOro aasne-
HNA B JOMALLHNX YCIOBUAX MOXKHO
ncnonb3oBaTb crneayruine 3Ha4eHnq.

Cucronuyeckoe aptepuansHoe aasneHne | Boiwe 135 mm pT. cT.

[unactonunyeckoe apTepuanbHoe gaeneHue | Beiwe 85 mm pT. CT.

O1n KpUTepun npeaHasHayeHbl Ang 4OMaLUHUX U3MEPEHU
apTepuanbHOro gaBJieHu4.

4. Paccrertute 3aCTEXKY U CHUIMUTE MaHXeTy.

5. Haxmure kHonky O/l START, 4tobbl OTKOYMTL NPUBOP.

MpumeyaHve: Ecnv Bl 3abyaeTe BbIKMOUATL NPUGOP, TO OH Yepes
NATb MUHYT BbIKITHOUUTCSH aBTOMAaTUYECKU.

3.3 WUHcTpyKuMmM ans ocobbIX COCTOAHUMN

Ecnu nssectHo, yto Balue cuctonuyeckoe gaenexue npesbiwaet 220 MM pT. CT.,
cospanTe AaBreHne B MaHxeTe, NpeBbiLLatoLLee BenmurHy Baliero oxuaaemoro
cuctonuyeckoro gaeneHust Ha 30—40 mm pT. CT.

1. Haxmure kHorky O/l START u Bkntoun-
Te YyCTPOWUCTBO.
N3mepeHne HaunHaeTcs.

2. Korga marxeTa Ha4yHET HaMNoSHATLCSA BO3AYXOM, HaxxmuTe kHonky O/
START 1 He oTnycKaiTe ee, Noka JaBMneHNe B MaHXeTe He CTaHeT
Ha 30—-40 mMm. pT. CT. BblLLE, YEM OXMOAEMOE BEPXHEE AaBMNeHMe.
Mpumeyvanue: [laBneHne B MaHxXeTe He MOXET npeBbiwaTb 299 MM pT. CT.
(Mpwv nonbITke NoAHSATL AaBnexue Bbiwe 300 MM. pT. CT.
oTobpaxaeTcs coobLyeHne 06 ownbke).

3. Mocne 3anonHeHns MaHXeTbl A0 HEOBXOANMOTO YPOBHS,
otnyctute kHonky O/l START.
Bosgyx Ha4yHeT cTpaBnmMBaTbCA U3 MaHXETbl U HAYHETCH
n3MepeHme.

4. OcranbHas yacTb NpoLieaypbl NPOTEKaeT aHaNoryHO NpoLeay-
pe 0bbl4HOro nsmepeHnst. Cm. «3.2 BbIMonHeHEe N3mMepeHniny,
warm 3-5.

I'Ipwmeanme: He HarHeTaiTe 6onbluee AasrieHue, 4yem Tpe6yeTc;|.

3.4 WUcnonb3oBaHue (hpyHKUUU NAMATU

I'IpM60p aBTOMaTU4YeCKM COXpaHAeT B NaMATh nocrneaHune namepeHHble
3Ha4YeHusA (apTepmaanoro AaBleHna 1 4acToThbl nynbca).

1. HaxwmuTte n yaepxwusaiite kHonky O/l START o Tex nop, noka
nocriegHee U3MepeHHoe 3HavYeHne He NosiIBUTCS Ha aucnree
BMECTE C CMBOJIOM NaMsTy.

2. HaxmuTe kHonky O/l START, 4To6bl OTKNIOUUTL NPUOOP.
Ecnv Bbl 3abyaeTe BbIKMOYUTL NPpUMBOP, TO OH Yepes NsiTb
MUHYT BbIKIMIOYNTCSH aBTOMaTUYECKN.

YpaneHue COXpaHeHHOro B naMmaATu 3Ha4YeHuns

1. Y106bl ynanuTh CoOXpaHeHHbIe 3HAYEHUS!, HAXMUTE 1 YaepXKu-
Bavite kHonky O/l START po Tex nop, noka Ha aucnnee He
oTobpasnTca nocneaHee n3MepeHHoe 3HavyeHue.

[Mocne aToro gepxuTe KHOMKY HaxxaTow okono 10 cekyHA.

2. HaxwnTe kHonky O/l START, 4To6bI OTKNIOUNTL NPUOOP.
Ecnu Bl 3abyaeTe BbIKNOUNTL NPUOOP, TO OH Yepes NATb
MWHYT BbIKIIOYUTCSH aBTOMaTUYECKN.

4. YcTpaHeHue owMGOK U HeucrnpaBHOCTEN

4.1 CoobOueHusa o6 owmndkax

YcnoBHoe
ob6o3HaveHne
OLIMGKN

MpuunHa

Cnoco6 pelueHus

[EE

MaHxeTa HegocTaTouHO
HanonHeHa BO34yXOM.

BHuMaTenbHO npoyTtnTe 1
NOBTOPUTE LUAru, ONMcaHHbIE B
pasgene 3.3.

[lBuwxkeHve BO Bpemsi
n3MepeHusl.

MoBTOpUTE N3meperve. He
ABuUranTecb 1 He pasroBapusan-
Te BO BPeMS U3MEPEHNS.

BosayLuHbIi WwTekep
NOACOEANHEH
HenmnoTHo.

[noTHO noacoeanHUTe
BO3AYLUHbIN LUTEKEP.
Ob6patutech k pasgeny 3.1.

MaHxxeTa HanoxeHa Ha
PYKY HenpaBuUIbHO.

Hanoxwvte MaHXeTy nNpaBunbHo.
Ob6patutechb Kk pasgeny 3.1.

MaHxeTe meluaet
ofexaa Ha nneye.

CHUMUTE oaexay, MeLLatoLLyo
MaHXeTe.

YTeuyka Bo3gyxa u3

3ameHnTe MaHxXeTy.

[laHHbIn cumBon
MWraeT Un 1 NOCTOSIHHO
1306paxeH Ha akpaHe

MaHXeTbl.
E - [aenexue Bo3ayxa, He HakauvBanTe Bo3gyx B
E HarHeTaemoro B MaHxXeTy, | MaHxeTy Bbille 299 MM pT. CT.
i - npesbiwaeT 299 MM pT. cT. | ObpatuTeck k pasgeny 3.3.
Ll -
Y
\Qﬁ,
Y o 3ameHuTe BCe YeTbipe GaTapen Tuna
Huskuit yposeHb 3apsaa
_ . «AAA» HOBbIMM.
& Garapeil.

Ob6patuTtech k pasgeny 2.1.

Er

Owmbka npubopa.

Cashxutech ¢ Bawum npoaasLom
OMRON unm gucTpubsTOPOM.

.2 [Mounck n ycTtpaHeHne HeUCNpaBHOCTEN

Mpo6nema

MpuunHa

Cnocob6 pelueHus

3HayeHne crmwKom

PYKYy HenpaBuibHO.

MaHxeTa HanoxeHa Ha

HanoxuTe maHxeTy
npaBuIIbHO.
O6patutecs k pasgeny 3.1.

[BwxeHne nnm

HWM3Koe (MNu Bbicokoe). | PasroBOp BO Bpems

n3mepeHua.

MoBTOpPUTE N3MEpPEHME.
He pguranitech n He
pasroBapwuBaliTe BO BpemMsi
N3MepeHUst.

MaHxeTe meLlaet
odexaa Ha nnede.

CHumUTE opexay,
MeLLatoLLy0 MaHXeTe.

He noBbILlaeTcA.

[aBneHune B MaHxeTe

K npubopy.

BosayLuHbIii LiTekep
HennoTHO NOACOeAVHEH

MpoBepbTe noacoeanHe-
HWe BO34YLLUHOTO LTekepa
K npnbopy.

O6patutech k pasgeny 3.1.

YTeuka Bo3gyxa u3
MaHXeTbl.

3amMeHuTe MaHxXeTy
HOBOW.

CIULLKOM BbICTPO.

ManxeTa cayBaeTcs

MNs1e4o CrMLLIKOM
cBoboaHo.

MaHxeTa HanoxeHa Ha

Hanoxute maHxeTy
npaBunbHO, YTobbI OHa
NroTHo obrerana pyky.
Ob6patutech k pasgeny 3.1.

n3mepeHune nnéo

BbICOKUE.

He ynaetcsa npoussectu

NnokKasaHua CriuLKoMm
HU3KNE Unn CrnKom

MaHxeTa HegocTaTouHO
HanosriHeHa BO34yXOM.

MoaHnmuTe naBneHvie B
MaHnxeTe Ha 30—40 mm pT.
CT. BbllLie NpeablayLLero
3HAYeHUs1 U3MEPEHUS.
O6patutech k pasgeny 3.3.

Mpunbop BbIkNtoYaeTcs
BO BpPeMsi U3MepPeHUst.

Batapeun paspsikeHbl.

3ameHuTe GaTapeu
HOBbLIMMU.

Mpwy HaxxaTUK Ha KHOMKY
HUYETO He MPOUCXOAMNT.

Batapeu paspsikeHsbl.

3ameHuTe GaTapeun
HOBbLIMMU.

HenpasuibHO.

Batapeu yctaHoBneHbl | YctaHoBuTe 6atapeu ¢

YYETOM NOMAPHOCTK (+/-).

[pyrvie HencnpaBHOCTU.

Ecnun npobnema He
6aTapeun HoBbIMU.

pom.

Haxmute kHonky O/I START 1 noBTOpUTE U3MEpPEHNE.

ncyesaer, nonp06y|7|Te 3aMeHUTb

Ecnu a10 He paspelunno npobnemy, CBSXUTECH C
npeacTasutenem pupmbl OMRON nnn ancTprbbioto-

5. O6cnyxuBaHue N XxpaHeHue

O6cnyxuBaHue
[ns sawutbl npubopa oT NoBpexaeHus cobnoganTe cnepytolime

npasuna.

*He noaBeprainTte npubop 1 MaHXeTy BO3AENCTBUIO BbICOKMX
Temneparyp, BNaXHOCTW, BNaru Uy npsiMoro COfIHEYHOro cBeTa.

*He cBopauvBanTe MaHxeTy unu TpyoKy CIIMLIKOM NAOTHO.

*He HakaunBanTe BO3OyX B MaHXeTy Bbilwe 299 MM pT. CT.

*He pasbupaiite npubop.

*He nogeepraiTte npubop cumnbHbIM yaapam unm snbpauusm
(Hanpumep, He poHAKTEe ero Ha non).

*He ucnonb3ynte ang o4McTkM Nnpubopa neTyvme XMaKocTu.

*He moliTe MaHXeTy 1 He NorpyanTe ee B BoAy.

*He ncnonbayiite 6eH3nH, pa3basuTenu 1 pacTBopuTenu ans
YUCTKN MaHXeTbl.

*He BbINONHAVTE PEMOHT CAMOCTOSATENBHO.
Mpn 06HapyxeHun gedekTa NPOKOHCYNbTUPYHTECH C
npeactasutenem OMRON mnm gnctpubbioTopoMm, yKkasaHHbIM
B NMPUIIOXKEHNN K PYKOBOACTBY MO 3KCMiyaTaumm.

I -
R R Niazk

* Oumiante Npubop MArKow CyXOMn TKaHbHO.
* 1N YNCTKM MaHXETbl UCMONb3YNTE MAMKYH BNAXXHYH TKaHb U1
MbIfO.

MpoBepka n obcnyxuBaHue
* TouHOCTb AaHHOrO Npubopa Anst U3MEPEHNsT apTepuarnbHOro
JaBneHus bbina TwaTenbHO NPOBEPEHa 1 CoOXpaHsieTcs B
TeYeHne AnNUTEeNbHOro BPEMEHN.
* PekomeHayeTcs NpoBepsiTb TOYHOCTb U3MEPEHUs U DYHKLIMO-
HVYpoBaHWe Npubopa Kaxable ABa roaa.
O6patuTteck k aBTopusoBaHHomy aunepy OMRON.

XpaHeHue
Korga npubop He ncnonb3yeTcs, XpaHuUTe ero B yTnsipe.

1. OTcoeanHnTe BO3AYLUHYO TpyOKy OT
BO3AYyLLUHOro pasdbema. AKKypaTHO
CNOXUTE BO3AYLUHY TPYyOKy BHYTpUY
MaH>XeThbl.

MpumevaHune: He nepernbaiite Bo3gyLUHYO
TPYOKY CIULLKOM CUIBbHO.

Mpubop Henb3si XpaHUTb B CrieayoLmnxX YCroBUsX:

* BbICOKasi BNAXHOCTb;

* MECTO XpaHEeHWsi NOABEPXXEHO BO3LEVCTBMIO BBICOKMX Temnepartyp,
BMaXHOCTU, AENCTBUIO MPAMbIX COMHEYHbIX NyYei, Nbiny Unu eKkrux napos;

* MEeCTO XpaHeHusi MOABEPXKEHO AeWCTBMIO BUGpaLuum, yaapos, unm npméop
MOXeT ynacTb OTTyAa.

6. ﬂOI‘IOﬂHMTeﬂbeIe nNpUHaanexHocCcTun

CpeaHsst maHxeTa Bonbllas maHxeTa ApanTtep
OKpYXHOCTb pyKu OKpYXHOCTb pyKM nepeMeHHoro
22-32 cm

32-42 cm ToKa S

Adapter S-9515336-9

CM-9515371-7 CL-9515370-9

Ucnonb3oBaHue aganTepa nepeMeHHOro Toka

MpumeyvaHus:

* 3anpetuaeTca NoaknNoYaTh UK BbIKMIOYATL CETEBOW LUHYP MOKPLIMU pyKamu.

* Vicnonb3yiTe TONbKO OpUr1MHanbHbI agantep nepeMeHHoro Toka, npegHasHa-
YeHHbIN Ans AaHHoro ycTtpoiicTtea. Mpu paboTe ¢ opyrumn agantepamu
BO3MOXHO NOBPEXAeHWe YCTPONCTBa.

1. BcrasbTe WTekep
afanTtepa nepemMeHHoro
TOKa B rHE370 A1
aganTepa ¢ npaBoi
CTOPOHBI NpnGopa.

2. BknounTe apantep
nepeMeHHOro Toka B
SMEKTPUYECKYIO PO3ETKY.

[ns oTcoegmHeHusa agantepa NepeMeHHOro Toka cHavana BblHbTe
aganTtep 13 NeKTPUYECKOn po3eTku, a 3aTeM HEMEANEHHO OTcoeau-
HUTE WTeKep agantepa OT 3JIEKTPOHHOIo onoka.

7. TexHUYecKue xapakTepuUCTUKU

HaumeHoBaHue npubopa W3meputenb apTepuanbHOro AaBneHus U 4acToTbl
nynbca aBTOMaTUYECKMii

Mogenb OMRON M2 Basic (HEM-7116-RU)

Ovcnnen Lindposon XK-gucnnew

MeToa namepeHus OcuunnomeTpuyeckuin MeTog

[nana3oH namepeHun [aBneHns Bosayxa B marxeTte: 0—299 mm pT. CT.
YacTtoTbl nynbca: 40—180 ya. B MUH.

MamaTtb MocnenHee nsmepeHve

Mpenenbl gonyckaemont  [JaBneHus Bo3gyxa B MaHxeTe: £3 MM pT. CT.

norpeLuHocTy npudopa YacToTbl nynbca: +5%

npu nsmepeHnm

Komnpeccus

Hekomnpeccusi

VICTOYHVK NUTaHMS

ABTOMaTMYECKas C MOMOLLbIO 3MEKTPUYECKOro Hacoca
KnanaH aBToMaTn4eckoro cbpoca aaBneHus

4 sanemeHTa nutaHus 1,5 B tuna «AAA» unu agantep
nepeMeHHOro/noCcTosIHHOrO Toka

(npuobpeTaeTcs AononHUTENbLHO, 6 B =4 BT)

Cpok cnyx6bl anemeHToB  HOBbIX LLENOYHbIX 31IEMEHTOB NUTaHWUsS XBaTaeT

nuTaHns npnénuantensHo Ha 300 nsmepeHwit
Ycnosus akcnnyaTaumu:

TemnepaTypa oT +10°C po +40°C

OKpYyXaloLLiero Bosayxa

OTHOCUTENbHasA o1 30% 0o 85%

BNaXHOCTb
Ycnosust XxpaHeHus:

Temneparypa o1 -20°C po +60°C

OKpY>KatoLLero Bosagyxa

OTHOCUTENbHAas oT 10% 8o 95%

BMaXHOCTb
aTMocdepHoe aaeneHve ot 700 go 1060 klMa

Macca aneKkTpoHHoro MpubnuantensHo 245 r (6e3 aneMeHTOB NUTaHWS)

6noka

Macca maHxeTbl

[abapuTHble pa3mepsbl

Pasmep marxeTbl

MpubnuantensHo 120 r

MpubnuantensHo 104 (w) mm x 64 (B) MM x 129 (a) MM
MpnbnuantensHo 146 MM x 446 MM

(CpenHsia MaHxeTa: OKPYXHOCTb pyku 22—32 cMm)
MaTtepunan maHxeTbl Hevinon

KomnnekT noctaBku OneKTPOHHbIN B6MOK, MaHXeTa KOMMPECCUOHHas,
PYKOBOACTBO MO 3KCMyaTaLmu, Yexon Afs XpaHeHWs
npvbopa, KOMMMEKT 3/IEMEHTOB MUTAHWS, rapaHTUHbIV
TarnoH, XypHan s 3anvicy apTepuansbHoro AaBneHus

MpymeyaHne: TexHuveckne xapakTepUCTUKM MOTYT BbITb N3MeHeHbl 6e3 npeaBapu-
TenbHOro yBeAOMIEHNS

* laHHoe n3genve OMRON 13roToBneHo B YCNOBUSIX MPUMEHEHUS CUCTEMBI
cTpororo koHTpons kavecta komnaHnm OMRON HEALTHCARE Co. Ltd., AnoHus.
[aTtumk gaBneHust - rnaBHbIA KOMIOHEHT NPUBOPOB AN U3MEpPeHUs apTepuarnbHOro
nasneHus komnaHum OMRON, nsrotaBnuBaeTcst B AnoHUN.

 [laHHbI npubop 1 GaTapeun cneadyeT yTMNM3npoBaTb B COOTBETCTBUM C
rocyAapCcTBEHHbIMU NpaBuUiaMmn No yTunmaaumm 3neKTPOHHbIX NpUBopoB.

C€0197

[aHHbI npubop yaosneTBopsieT TpeboBaHuam anpektvebl EC 93/42/EEC
(AvipekTVBa MO MeAMLMHCKUM npubopam).

[aHHbIn Nprbop AN usMepeHust apTepuanbHOro AaBneHUsi CNPOEKTMPOBaH B
COOTBETCTBUU C eBponerickum ctaHaaptTom EN1060 «HenHBasmBHblE cdhrrmomaHo-
MeTpbI», YacTb 1 «O6Lme TpeGoBaHusA» U YacTb 3 «[JononHuTenbHbIe TpeGoBaHNs
[Ns 9NeKTPOMEXaHNYECKUX CUCTEM U3MEPEHUSI apTeEPUanbHOro AaBneHUs».

=Tun B

(il Npexae 4eM UcnonbL30BaTh NPMGOP, BHUMATENLHO
nNpoYTUTE AaHHOEe PYKOBOACTBO.

HEM-7116-RU_C_M02_110707.pdf

M3penuna MeamumMHCKON TEXHUKW, NMoryaBToOMaTUYeCcKue U3MepuTenu aptepuanbHoro

nasnenust n yactotbl nynsca OMRON M2 Basic (HEM-7116-RU) ucnbitaHbl 1

3apeructpupoBaHbl B Poccum:

- PEJEPAIIbHAA CITYXXBA MO HAO30PY B COEPE 3OPABOOXPAHEHUA U
COLUNANBHOI O PA3BUTUNA

PeructpaumorHoe yaoctoeeperne ®C3 2009/04434 ot 13.08.2012 Cpok gencTaus

He orpaHuyeH.

- CUCTEMA CEPTUOUKALINN TOCT P POCCTAHOAPT POCCUU

Heknapaums o cootBetcTBun Ne POCC JP.ME20.001215 o1 02.10.2012. Cpok

newncteus oo 02.10.2015.

CooTBeTCTBYET TPEGOBAHNSAM HOPMATUBHBIX JOKYMEHTOB:

FOCT P 50444-92, TOCT P 50267.0-92, TOCT P 50267.0.2-2005,

[OCT P 51959.1-2002, FOCT P 51959.3-2002

NMOBEPKA

Mpunbop nosepeH Ha 3aBoge-usrotosutene OMRON Dalian., Co., Ltd, KHP n Ha
OCHOBaHWM NOSOXUTENbHBIX PE3YNbTaToB NOBEPKW MPU3HaH FOAHLIM K MPUMEHEHMIO.
MoBepuTenbHoe KNenMo HaxoamTCs Ha Kopnyce npubopa B BuAe HaKNemnku.
Mosepky npoBoAaT no AokymeHTy MU 2582-2000 «Pekomenaauus. FCU. UamepuTe-
11 apTepuasnbHOro JaBneHNs U 4acToTbl Myfibca aBTOMaTUYECKMe 1 nofyaBTomaTu-
yeckne OMRON 1 MARSHALL. MeToawka noepkuy», yteepxxaeHHomy BHUNO®U n
3apeructpmposaHHomy BHUMMC.

Me>xnoBepoyHbIi MHTEpBan 2 roga.

BaxHas uHdopmaumnsa o6 anekTpoMarHuTHon coeMmectumocTtu (AMC)

MockonbKy KONMYECTBO TaKUX AMEKTPOHHBIX YCTPOMCTB, Kak MK n MobunbHble
(coToBbIe) TENEOHDI, yBENMYMBAETCS, UCNOMb3yeMble MeAULIMHCKUE NPUGOopbI MOTyT
ObITb YYBCTBUTENbHLIMW K 3NEKTPOMAarHMTHbIM MoMexam, co3gaBaemblM ApYrvMu
yCTPONCTBaMU. ONEKTPOMarHMTHbIE MOMEXM MOTyT HapyLiaTb paboTy MeAULMHCKOro
npubopa v cosgaBaTb NOTeHUManLHO Hebe3onacHyto cUTyaumio.

MeguumHckmne npubopbl Takke He JOMKHbI MellaTh PYHKLMOHMPOBaHMIO APYruX
YCTPOWCTB.

YT06bI pernameHTMpoBaTh Tpe6oBaHusi o AMC (3neKTpoMarHMTHON COBMECTUMOCTH)
C Lenbio NpeaoTBpaLleHnst BO3HUKHOBEHUS1 Hebes3onacHbIX CUTyaLuii, CBSI3aHHbIX C
1cnonb3oBaHWeM npoaykuuy, 6bin BBeaeH B Aelctane ctangapt IEC60601-1-2:2007.
OTOT cTaHAapT onpeaensieT ypoBHU YCTOMYMBOCTH K 3MEKTPOMarHUTHbLIM roMexam, a
Takke MakcuMaribHble YPOBHM 3MEKTPOMArHUTHOrO U3MyYeHUst MPUMEHUTESBHO K
MeAMLMHCKOMY 060pyA0BaHWIo.

[aHHbI MeguuMHCKuiA npubop, npousseaeHHbI komnanmeiin OMRON HEALTHCARE,
yaoBsneTBopsieT TpeboBaHuam ctaHaapTta IEC60601-1-2:2007 oTHocUTENbHO
YCTOMYMBOCTH K MOMEXaM 1 UCMYCKAEMOro N3NyYeHus.

TeMm He MeHee cnefyeT cobnioaaTh cneumanbHble Mepbl NPeAO0CTOPOXHOCTH:

+ B6nusn gaHHoro meamumHckoro npubopa He crneayeT ucnonb3oBaTe MOGUIbHbIE
(coToBble) TenedoHbI 1 NPoYMe YCTPOWCTBA, KOTOPbIE FEHEPUPYIOT CUITbHbIE
3MEeKTPUYECKMNE UMK INEKTPOMarHuTHble Nons. ATo MoOXeT HapyLwaTtb paboTty
npubopa v cosgasaTb NoTeHUMansHo HebesonacHyto cuTyaumio. PekomeHayeTcs
cobnioaaTte AUCTaHUMIO He MeHee 7 M. YA0CToBepbTeCh B NPaBuIlbHOCTY paboTbl
npubopa, ecnm ANCTaHUUs MeHbLLE.

OcranbHasi fokymeHTauwmsi o cootBeTcTBuM IEC60601-1-2:2007 HaxoauTes B ouce
komnaHu OMRON HEALTHCARE EUROPE no agpecy, ykazaHHOMY B 3TOM PyKOBOACTBE.
C aTOM JOKYMEHTaLUMeEN Takke MOXXHO O3HAaKOMUTLCS Ha canTe www.omron-healthcare.com.

Hapnexawas ytunusaums npogykra
(Mcnonb3oBaHHOE 3MEKTPUYECKOE U 3NeKTPOHHOEe o6opyAoBaHue)

3TOT CUMBON Ha NPOAYKTE UMM OMUCAHWK K HEMY YKa3biBaeT,

YTO AaHHbIV NPOAYKT HEe NOANEXMT yTUNM3aLmMn BMeCTe C ApyrumMu
[OMaLLUHUMK OTXOAAMM MO OKOHYaHWUK cpoka crnyx6bl. [ns npegoTspa-
LLEHMSI BO3MOXKHOIO yLepba Ans okpyxatoLen cpeabl Unv 300poBbst
YernoBeka BCMeACTBME HEKOHTPOSIMPYEMON YTUIIM3aLMK OTXOA0B,
noxarnyincra, oTAenuTe 3ToT NPOAYKT OT APYrviX TUMOB OTXOAOB U
YTUIM3UPYITE ero Hagnexaiumm obpa3omM Ans paumoHansHOro
NOBTOPHOTO UCMONb30BaHUA MaTEpPUarbHbIX PECYPCOB.

[omaluHum noTpebuTensm crieqyeT CBA3aTbCS C PO3HUYHBIM TOPrOBbLIM NpeacTaBuTe-
1M, Y KOTOPOrO MPOAYKT 6bin NPUOBPETEH, UM MECTHBIM OPraHoOM BriacTu, Ans
nony4eHns noapo6HoM MHOPMaLMK O TOM, KyAa U Kak 4OCTaBUTb AaHHbI Npubop
[Ns 9Kosornyeckn 6esonacHoi nepepaboTku.

npOMbILIJI'IeHHbIM I'IOTpeGI/ITeJ']FlM HaanexuTt cBA3aTbCA C NOCTaBLLUMKOM U NPOBEPUTb
CPOKW 1 YCIOBUA KOHTPaKTa Ha 3aKynky. ﬂaHHbII;I NpOAYKT He crneayeT yTunmsmpoBsaTtb
COBMECTHO C ApYrMMu KOMMep4YeCKUMn oTxoaamu.

[aHHbIV NPOAYKT HE COAEPXKUT HUKAKMX BPEAHbIX BELLECTB.

Mpoussoautens OMRON HEALTHCARE Co., Ltd.
(OMPOH X3J1CK3A Ko., lITa.)

u 53, Kunotsubo, Terado-cho, Muko, Kyoto,
617-0002 JAPAN

(53, KyHoTcy60, Tepago-yo, Myko, Knoto,
617-0002 ANOHUNA)

MpepcraBuTens B OMRON HEALTHCARE EUROPE B.V.

EC (OMPOH X3JICK3A EBPOINA B.B.)

Scorpius 33, 2132 LR Hoofddorp

THE NETHERLANDS

(Cropnuyc 33, 2132 JIP Xydaaopn, HUWOEPNAHObI)
www.omron-healthcare.com
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MpoussoacTeeHHoe | OMRON (DALIAN) CO., LTD.

noapaspeneHue (OMPOH (OANAHbL) KO., NTA.)

Economic & Technical Development Zone Dalian
116600, CHINA

(OkoHoMuK 3HA TekHukan OesenonveHT 3oHe [dansiHb

116600, KUTAM)

CpenaHo B Kutae






